MISSOUR! DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT

Cbmplete this reporl in duplicate at the time of the regular monthly preventive maintenangél ¢hedk, 4id whenever instrument
is repaired. Send copy to Department of Health; retain original in department file.

BREATH ALTOHOL PROGRAT

DATAMASTER SN .J:! ‘ Ih} ‘ ;’_ L {)J?T‘E OF;’NSRECTFON
2090938 gavéuTiey | 2725 | 47 - 09
LOCATION CF INSTRUMENT {(STREETF AND GITY} TIME OF INSPECTION
# 2 courTreyusc Souse , NEW [MADRD | g . Faerds

CHECKLIST: Place a check (v} o the left 'of each item if found to be éatisfaclory or if operaling within established limits. (Write
in observed values where determined.) Unchecked items must be corrected before using instrument.

E.q/DiAGNOSTIC CHECK (PRINTOUT ATTACHED)

IE/COMPUTER B/DETECTOR
B/PROGRAM : Eﬂ‘lLTERs

@/HEATERS SAMPLE CHAMBER ;S;Q__ °C B/QUARTZ STANDARD

¥ FLOW DETEGTOR 'EJ/GAUBRA"HON

IE/PUMP HIGH SPEED MR:NTER

[EY INDIGATOR LIGHTS
[ TIME AND DATE g - 09 PRAB preve

[ SIMULATOR TEMPERATURE piec+ozrc) Y °C

[4/CALIBRATION CHECK -
Run three iests using a standard solution. All three tests must be within & 5% of the standard value and must have a
spread of 005 or less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) (USE
R@E?RCULATION PUMP)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

TEST1 ®  _ 0F 7 TEST2 ™ NG TESTS # G )

%RFORM R.E.I. TEST {PRINTOUT ATTACHED)

@/NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 3 I(o-.o4) 2 (05-09) 2 l(.w-.m 3 l(.15u.19) (/ l(o\remg) 2

List any new parts and describe any alteration or modification that was made lo restore the instrument to operate satisfactorily
and within establiished limits (use other side if necessary)

TNSTRUI AT OLERATING L11TWN DHIT Z2EQuisTIamS

GUTH LABsgsazar 1€ TnC CoT™ 082 Yo L XPZ -} 709, . [05 PoLLTTe 0

INSPECTING GFFICER

S;GNM;JJI%(r w ’ . 7?7 PRINT NAME() ?A CoN Iy r C(g_,[ _,7-3{1“
YPE 11 PERMIT NUMBEA(EXPIRATION DATE TELEPHONE NUMBER
T 277 Q2970 | (573 3Y0-94500

- AN EQUAL OPPORTUNITY/AFFIRMATIVE AGTION EMPLOYER
MO 680-1468 [9 94) services provided on a nondiscriminatory basis



® -
AI& GUTH LABORATORIES, INC.
__5%0 NORTH s7th STREET ® HARRIS

BURG, PA 17111- 4611 » TELEPHONE: 717-564-5470

CERTIFICATE OF "ANALYSIS
'Certificd Alcohol Refc_rence Solution for Simulator

Random Samples of I:pt Number . | 08240 - :of .-
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography énd found to contain _0.1221 ‘percent
(w/vol) ethyi‘ alcohol. The expiratipnl date for this lot
numbér is July 14, 2009 at 1159 P, '

When used in a calibrated Simulator, operating¥ at ** -+
34°C /- .2°C, this solution will give a breath alkohol

analysis instrument reading of 0.10 percent BAC.

The alcohol and water used in this solution were - -

| froe of test imterfering subsiances.

Tt

Ted L. Pauley, Presid t
GUTH LABORATORIES, INC.
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE II

JASON CRITES

is hereby authorized to instruct and supervise operators, train instructors, Inspect,
callbrate, perform fisld repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of explired (alveotar)
air. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

09/29/08 | Iob § Wathuusont

Date

82 0277 Girettor of State Public Health Laboratory
Number I et S
09/29/2010
Expires
Director, Department of Heallh
MO B80-0771 {7-88) L.8b. 4 {R7-88)



